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We describe the design and testing of a quadrature transmit, eight-channel receive array RF coil conﬁg-
uration for the acquisition of images of the entire human spinal column at 7 T. Imaging parameters were
selected to enable data acquisition in a clinically relevant scan time. Large ﬁeld-of-view (FOV) scanning
enabled sagittal imaging of the spine in two or three-stations, depending upon the height of the volun-
teer, with a total scan time of between 10 and 15 min. A total of 10 volunteers have been scanned, with
results presented for the three subjects spanning the range of heights and weights, namely one female
(1.6 m, 50 kg), one average male (1.8 m, 70 kg), and one large male (1.9 m, 100 kg).
 2010 Elsevier Inc. Open access under the Elsevier OA license.1. Introduction
MRI is the preferred clinical imaging modality for musculoskel-
etal (MSK) applications due to the high soft tissue contrast, direct
visualization of anatomic structures in multiple planes, and lack
of ionizing radiation [1]. Standard clinical MSK imaging of the hu-
man vertebral column is performed using T1, T2 and/or proton den-
sity (PD) weighted fast spin echo and gradient echo sequences,
with in-plane resolutions of 1 mm and slice thickness of 3–
5 mm. Increasing the ﬁeld strength from 1.5 to 3 T has already
shown several advantages in human spinal imaging [2]. An approx-
imately twofold increase in signal-to-noise ratio (SNR) improves
image quality in terms of increased spatial resolution, faster image
acquisition, and higher contrast in sequences such as diffusion
weighting which are inherently SNR limited, and also improved
contrast due to mechanisms such as magnetic susceptibility that
are highly ﬁeld strength dependent [2]. With the relatively recent
advent of commercial 7 T scanners, MSK imaging using 7 T MRI is a
research area of growing interest [3–12]. Given the results of 3 T
MSK imaging, MRI at 7 T may have additional value in terms of
higher spatial resolution and different types of contrast, to enhance
visualization of morphologic changes [3].
Imaging of the human vertebral column at high-ﬁeld is one of
MSK’s most challenging applications. The location of the human
spine close to the center of the body makes high demands on radio-
frequency (RF) coil design, and can lead to very low SNR in the
anterior part of the spine. In order to image the entire spinal cordr for High Field MRI, Depart-
enter, Albinusdreef 2, Leiden,
evier OA license.in two or three positions of the patient table, a large ﬁeld-of-view
(FOV) must be acquired while maintaining high spatial resolution.
Currently no commercial 7 T system offers either a body transmit
coil or dedicated RF receive coils for the spine. In designing appro-
priate RF coils, one has to contend with the well-characterized in-
crease in magnetic ﬁeld (B1) inhomogeneities caused by the high
dielectric constant of tissue, the decreased electromagnetic wave-
length in tissue at high-ﬁelds, and also the increased speciﬁc
absorption rate (SAR) [13–16]. Although not speciﬁcally targeting
the spinal cord, Vaughan et al. [16] have shown, using a highly
sophisticated whole-body transmit/receive TEM resonator, that
images of the spinal cord can be acquired at 7 T. Other groups have
designed coils at 7 T to study speciﬁc sections of the vertebral
column. Wu et al. [8] used a transceiver array consisting of eight
non-overlapping microstrip loop elements, with novel adjustable
inductive decoupling networks between each element of the array.
The length of the array was 50 cm, which was shown to be sufﬁ-
cient to be able to cover the lumbar spine. Parallel imaging with a
reduction factor of up-to-four was shown to be feasible using this
RF coil setup. A particularly interesting design has been shown by
Kraff et al. [17]. They used an eight element transmit/receive array
consisting of two rows of shifted, overlapping square structures in
which a 180 phase shift was introduced between the two rows of
elements to increase the Bþ1 amplitude along the centerline of the
coil, while simultaneously canceling out the signal from tissue
either side of the centerline. Using this approach they were able
to acquire three-dimensional gradient echo images with very high
spatial resolution, and also show that parallel imaging techniques
could successfully be implemented. Images of either the cervical
or thoracic spine could be acquired over a 40 cm ﬁeld-of-view
using this coil arrangement. Excellent visualization of small struc-
tures, particularly in the posterior part of the vertebral column,
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wards the anterior side of the spine.
In this paper we present an alternative setup, which is speciﬁ-
cally tailored towards clinical applications in diseases such as
ankylosing spondylitis (AS) [18], in which it is important to have
a reasonably homogeneous ﬁeld on both anterior and posterior
sides of the vertebral column, as well as to have a large coverage
in the head/foot direction so that the entire spine can be imaged
in two-stations for normal, or three-stations for very tall, subjects.
For applications to spine imaging it is important to note that SAR is
highly dependent upon the nature of the tissue through which the
RF ﬁelds have to propagate. For example, the total power deposited
in the body might be anticipated to be lower if the RF energy is
transmitted through the lungs from the anterior side to the cen-
trally located spinal cord, than if the RF coil were to be placed in
exactly the same head/foot position on the posterior side of the
body, in which case the RF ﬁeld must propagate through a large
muscle mass with high conductivity. A similar suggestion was ini-
tially made by Vaughan et al. [16]. Therefore, we based our trans-
mit design on a simple quadrature RF coil setup which is placed on
the anterior side of the patient. The receive coil is an eight-element
overlapped design, with total length of 90 cm, such that the en-
tire spinal cord can be imaged without requiring the patient to
move. For multi-station imaging, the quadrature transmit coil is
simply repositioned and the patient table moved to the new
position.2. Methods
All imaging protocols were approved by the Leiden University
Medical Center medical ethics committee. Ten healthy adult volun-
teers, both men and women, were studied on a commercial human
whole-body 7 T MR system (Philips Achieva, Philips Healthcare,
Best, The Netherlands). All subjects were positioned head ﬁrst
and in a supine position in the magnet. The RF ampliﬁer delivers
a maximum of 1 kW to each quadrature transmit channel, mea-
sured at the input to the RF coil.
2.1. Electromagnetic simulations
Electromagnetic simulations were performed using a discret-
ized model of the human body [13] and a ﬁnite-difference time-do-
main (FDTD) method with commercially-available software
(xFDTD, Remcom Inc, State College, PA, USA). The three-dimen-
sional body model was segmented into 75 different tissue types,
with appropriate conductivity and dielectric properties assigned
to each tissue [13]. A mesh size of 5  5  5 mm was used for all
simulations. Computational time on an 8-core PC was approxi-
mately 20 min for SAR and rotating Bþ1 ﬁelds throughout the vol-
ume of interest.
2.2. RF coil construction
Since only two quadrature transmit channels are currently
available on the commercial Philips 7 T system, multi-transmit ar-
ray technology which has been used for previous high-ﬁeld spine
studies [8,16,17] could not be incorporated. Instead, the transmit
coil is a quadrature double-loop design, with appropriate overlap
between the two loops to minimize the mutual inductance [19].
The diameter of each loop is 20 cm with an overlap of 3 cm. Each
loop is segmented into eight separate sections with 3.9 pF non-
magnetic capacitors (American Technical Ceramics, Series B, Hun-
tington Station, NY) and one 1–30 pF variable capacitor (Johansson,
Camarillo, CA) for ﬁne tuning. Balanced impedance matching was
achieved using one 1–40 pF variable and one ﬁxed 33 pF capacitor.A 1-cm thick foam padding was placed between the coil and the
subject. Each loop was impedance matched at 298.1 MHz with an
S11 measurement of lower than 20 dB when the coil was placed
on the subject. The isolation under loaded conditions between each
channel was between 18 and 24 dB for each subject studied.
The unloaded and loaded Q values were 150 and 20, respectively.
A detuning voltage of +12 V is supplied from the spectrometer,
and is used to drive a conventional active PIN-diode decoupling
circuit [20].
The receive coil is an eight-element array, shown schematically
in Fig. 1, with each element being octagonal in shape and split by
ﬁve 3.9 pF ﬁxed value series capacitors and one 1–30 pF variable
capacitor for ﬁne tuning. Balanced impedance matching, an LC lat-
tice balun, and small ‘‘ﬁgure-8 cable traps’’ were placed in front of
each element of the array. The more common cable-traps are loops
of coaxial-cable wound to make an inductor with a capacitor across
the gap in the shield to resonate the shield. This conﬁguration pro-
duces an extra B-ﬁeld which can either produce unwanted signal
or interfere with the main coil if it is placed very close. By wrap-
ping the coaxial-cable into a ﬁgure-eight rather than single loop,
any extraneous B-ﬁeld is reduced. Each element in the coil is
14 cm wide in the z-dimension, and is overlapped by 2 cm in
this direction. The total length of the array is 91 cm. The coaxial-
cables (length 1 m) attached to each element of the array are
grounded together at the coil, and again at a distance approxi-
mately one-quarter wavelength away. This signiﬁcantly reduces
the effects of the environment within the magnet interacting with
the RF cables. A 1-cm thick piece of foam was placed on top of the
RF coil, on which the subject lies. Each element was impedance
matched to less than 20 dB on the S11 measurement, with nearest
neighbor coil isolation greater than 15 dB, and next-nearest
neighbour greater than 25 dB, when loaded. A detuning voltage
of 3.6 V is supplied for each channel from the spectrometer,
and is used to power two active PIN-diode decoupling circuits
[20] across the variable tuning and matching capacitors. Additional
passive cross-diode circuits are used for each coil. The eight-coil ar-
ray was interfaced to the commercial Philips interface box which
contains preampliﬁers with an input impedance of 6-j5 Ohms.
A long thin plastic bag (95 cm length, 15 cmwidth, 7 mm thick),
ﬁlled with 3:1 weight/weight calcium titanate in deionized water
was placed directly on top of the RF coil array below the subject’s
spine. This material has a dielectric constant of 110 and has been
shown to increase the B1 homogeneity at high-ﬁelds [21].
2.3. Data acquisition parameters
A variety of imaging protocols were explored in terms of sensi-
tivity to motion artifacts, signal-to-noise efﬁciency per unit time,
image contrast and SAR. The ﬁnal sequence used is a multiple slice
two-dimensional gradient echo sequence, acquired in the sagittal
orientation (as are most clinical scans at lower ﬁeld), without
respiratory triggering: TR/TE 15/2 ms (partial echo acquisition),
ﬁeld-of-view 450  240 mm, data matrix 600  320, in-plane reso-
lution 0.75  0.75 mm, 3 mm slice thickness, 0.3 mm interslice
gap, eight signal averages, seven slices, total data acquisition time
4 min. Eight signal averages were acquired primarily to limit mo-
tion artifacts from cardiac motion since the effective use of satura-
tion bands causes a substantial SAR penalty. Since the coverage
(left/right) through the spinal column might not be sufﬁcient for
some applications, we have also performed imaging with 14-slices,
total coverage 6 cm, with four signal averages and the same total
data acquisition time. Data acquisition parameters were chosen
to remain within the International Electrotechnical Committee
(IEC) guidelines on peak and time-averaged SAR. Due to SAR
limitations, sequences that can currently be used are limited to
gradient echoes. For imaging the cervical/upper thoracic spine,
Z direction-
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Fig. 1. (top) Schematic drawing of the eight-element receive array with relevant dimensions and capacitor values. The eight-coils are grounded together as close to the coil as
possible, and then again at a distance approximately one-quarter wavelength down the identical-length RG-58 coaxial-cables. (bottom) Measured noise correlation matrix for
the eight-element array loaded with a volunteer.
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thoracic/lumbar spine the bottom four elements. Images are
stitched together by simple estimation of the appropriate overlap
with no further image processing.2.4. Signal-to-noise and noise correlation measurements
Signal-to-noise measurements were performed on the magni-
tude images, by the standard procedure of dividing the mean signal
intensity within a deﬁned region-of-interest by the standard devi-
ation of the noise. For measurements within CSF, the vertebral disk
and the inter-vertebral space, ﬁve different regions of interest were
taken. Five different noise regions were selected, taking care to
avoid any areas in which the noise is artiﬁcially reduced (due to
the Philips software) or in which motion-induced artifacts are
present.
A noise correlation matrix was measured as described in Roe-
mer et al. [19] with a volunteer in place, and processed in MATLAB
(The Mathworks, Natick, MA).3. Results
For the electromagnetic simulations, the bore of the magnet is
modeled as a conductive RF copper shield. Each RF coil is capaci-
tively split to produce a resonant frequency at 298.1 MHz. As
shown in Fig. 2, three different positions of the RF coil were mod-eled, corresponding to imaging the upper cervical, mid-thorassic,
and lower lumbar spinal column. In shorter subjects, sufﬁcient
coverage could be obtained using only two positions, but three
positions were included for completeness.
In the situation in which the quadrature coil is placed on the
upper chest, the measured Bþ1 per square root of power for the
anterior portion of the spinal column has a value of 86.5 nT per
square root Watts, corresponding to a value of 4 lT for the max-
imum power delivery of 2 kW. The value with the coil placed on
the upper back is 62 nT per square root Watts. The maximum value
of the 10 g average SAR for the upper back conﬁguration (0.62 W/
kg per W input power) was 30% greater than that on the front
(0.47 W/kg per W input power). For the conﬁguration in which
the transmit coil is placed roughly posterior or anterior to the
heart, the spinal column bends much closer to the back of the body,
and the Bþ1 values now slightly favor having the RF coil on the back
of the subject: the respective values being 30 and 36 nT per square
root Watts for the two arrangements. In these cases the maximum
10 g average SAR is identical with a value of 0.57 W/kg per W input
power), although one might note that equal energy depositions in
the highly perfused heart tissue and much poorer perfused muscle
will result in much lower temperature increases in the former case.
In the ﬁnal, most inferior positioning of the transmit coil, again
there is a signiﬁcant increase in the Bþ1 per root power at the ante-
rior portion of the spinal column by placing the coil at the front,
with values of 65 and 57 nT per square root Watts, respectively.
The maximum 10 g SAR values are 36% less for the coil placed at
Fig. 2. Results from electromagnetic simulations of (top row) the rotating Bþ1 component of the transmit RF ﬁeld, and (bottom row) the voxel-based SAR values. (a), (c), (e),
(g), (i) and (k) show results with the quadrature transmit coil place anterior to the subject, with (b), (d), (f), (h), (j) and (l) with the coil placed in a posterior position. The
values are plotted on a logarithmic scale. For the Bþ1 maps 0 dB corresponds to a value of 4.35 lT per square root Watts of input power, and for the SAR maps the
corresponding value is 1.05 W/kg per Watt of input power.
294 Communication / Journal of Magnetic Resonance 208 (2011) 291–297the anterior side (0.41 W/kg per W input power) than that for the
posterior arrangement (0.56 W/kg per W input power).
Fig. 3 shows images from the cervical spine of two different
subjects, one male and one female. In terms of image appearance(iv)
  
basivertebralis
Spinal 
cord
CSF
(b)(a)
Foramen venae
Fig. 3. Sagittal images through the cervical spine of a female (a), and male (b, c, two differ
on the chest with the upper edge placed against the chin. Despite the residual effec
basivertebralis) can be discerned as areas of high intensity. There is good contrast betwee
posterior and anterior sections of the vertebral column. Signal from the dielectric bag beh
58 kg: male height/weight 1.8 m, 70 kg.compared to 1.5 T scans, for example, the contrast is most similar
to short time inversion recovery (STIR) images. In particular the
contrast between the vertebral endplates and vertebral disks is
very high, which could be beneﬁcial in distinguishing endplatefacet joint 
Spinal (iii)
nerve(ii)
(i)
(c)
ent slice positions) volunteers with the quadrature transmit coil positioned centrally
ts of cardiac motion ﬁne structures such as the feeding vessels (foramen venae
n the CSF and the nerve ﬁber tracks and a relatively uniform signal intensity from the
ind the back can be seen at the far right of the images. Female height/weight 1.7 m,
Anterior longitudinal 
ligament
Posterior longitudinal 
ligament
Common 
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Fig. 5. (a) A mid-sagittal image of the lumbar spine acquired from a patient, height
1.9 m, who weighted over 100 kg. (b) Two mid-sagittal slices of a female volunteer
(height 1.7 m, 50 kg weight) which are acquired at two different positions of the
patient table and stitched together at the overlap point indicated by the dotted line.
No intensity correction or image smoothing has been applied to either image.
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As expected from gradient echo based sequences, there are no dis-
cernable ﬂow effects, unlike would be seen on spin-echo images.
Despite the very short T2 value (2 ms) of the dielectric material
[21], there is considerable signal due to the very short TE value
used.
Signal-to-noise measurements were performed in the CSF, ver-
tebral disk and inter-vertebral space, as indicated by positions (i),
(ii), (iii) in the center of the ﬁeld-of-view, and (iv) in the vertebral
disk at the top of the cervical spine in Fig. 3b. The values were 15:1,
12:1, 2:1 and 10:1, respectively. These numbers were consistent
with images in the upper thoracic spine images of other volun-
teers. The low value for the inter-vertebral space is expected due
to the very low T2 value, and the fact that gradient echo rather than
spin echo sequences were run. This contrast is very similar to that
seen in previous studies at 7 T [8,16,17], although unfortunately
previous authors do not report any signal-to-noise measurements
which makes comparisons difﬁcult.
One feature that can be seen in the central image of Fig. 3 was
an unexpected collapsed vertebrae (authenticated later by a clini-
cal scan on a 1.5 T system), characterized by the lack of intraosse-
ous edema and therefore not a recent pathology. Fig. 4 shows
expansions of this region, showing the very ﬁne details in the col-
lapsed vertebrae and inter-vertebral disks.
With a total length of 91 cm, the phased array coil can acquire
data from the entire vertebral column. Fig. 5a and b shows images
from the thoraco-lumbar spine of two other volunteers. Since an
important question is how well the RF coil arrangement works
with different patient sizes, a volunteer of >100 kg weight was cho-
sen for the scan, shown in Fig. 5a. Signal-to-noise measurements
for the CSF, vertebral column and inter-vertebral space (measured
at the central position in the head/foot direction) were 17:1, 18:1
and 5:1, respectively. Fig. 5b shows results from a female volun-
teer, in which images were acquired at two positions of the patient
bed, separated by 25 cm. The quadrature transmit coil was
shifted by the subject themselves from directly over the heart to
immediately above the navel. The table was repositioned electron-Fig. 4. Zoomed images of two collapsed vertebrae from Fig. 2b. Cortical irregularity of t
vertebral disks show inhomogeneities (thick arrows) which could be based on caliﬁcatiically and two sets of data collected immediately one after the
other, and then ‘‘stitched together’’ as described previously. Fig. 6
shows results from the 14-slice, four signal average data set, with
relatively little difference seen between this and the data sets with
lower left/right coverage and higher signal averaging.
Fig. 7 shows the effects of the high dielectric bag which is placed
underneath the subject and directly on top of the RF coil. Inhe endplates can be seen (thin arrows), consistent with osteochondrosis. The inter-
ons in the disk or, alternatively, degeneration.
Fig. 6. Three adjacent sagittal slices from a 14-slice data set with improved left/right coverage of 6 cm, and a reduced number of signal averages (four), while maintaining the
same total data acquisition time as for the other images.
Fig. 7. Illustration of the effects of high dielectric material on the image quality.
(left) Without bag and (right) with bag. Without the bag an area of low signal
intensity caused by partial destructive interference of the RF ﬁeld occurs within the
patient as shown by the white arrow. With the addition of the bag, this effect is
removed to a location within the dielectric material itself (dotted arrow).
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cancelation from the body to the high dielectric material. The SNR
within the vertebral column is identical with and without the bag.4. Discussion
An RF coil arrangement is presented which enables imaging of
the entire vertebral column at 7 T. Imaging parameters such as
the spatial resolution have been matched to standard clinical scans
enabling an imaging time of a few minutes. Based upon observa-
tions of the efﬁciency of RF transmission through the posterior
and anterior sides of the body for previous cardiac studies [22],
we adopted the approach of using a transmit coil placed on the
anterior side of the patient to transmit through tissues with rela-
tively low density (lungs, bowels) with resulting low RF attenua-
tion and power deposition. Electromagnetic simulations suggest
that this approach is advantageous for imaging the cervical spineand lumbar spine, with essentially identical results in the mid-
thorassic region.
The use of a high dielectric material on the posterior side was
found to minimize RF interference effects within the body. The
most likely reason for this is that the RF energy has a much shorter
wavelength in the dielectric than in air, and so the areas of low sig-
nal intensity typically found close to the overlapping areas of array
receivers is moved outside of the body and into the dielectric itself.
These effects occur at slightly different positions in different sub-
jects. The shape, dimensions and material composition of the
dielectric have not yet been optimized, and this is an area of cur-
rent investigation. Although the material has very short T2 and T

2
values [21], it is clear that it does give very high signal on the
images shown here which use a very short TE. An obvious solution
to this is to construct the dielectric bags with deuterated rather
than protonated water.
It can be anticipated that additional splitting of the transmit
channels might well improve the image quality yet further, and
the use of multiple transmit array elements is another obvious
improvement that awaits hardware upgrades of the commercial
systems. Nevertheless, perfectly useable images of the vertebral
column can be acquired using the current RF setup, and issues of
whether added clinical value can be provided by high-ﬁeld imaging
can begin to be addressed.
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